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e Read carefully and observe manufacturer’s instructions and guidelines.

. o Always control chemical compatibility limits. Sca_n to ?3cess E#‘!E
Dlspense r Su ppo rt o Refer to and follow regulations about handling of potentially hazardous Calibrex
) reagents. operating
for Calibrex™ 520/525/530 « This accessory is intended for use with any Socorex Calibrex™ bottle- instructions [=r;
top dispensers or other dispenser brands. EN/DE/FR IT/ES/PT

Step-by-step instructions

Related items Packaging Cat. No.
Remote aspiration set for Calibrex™

525/530 = 25 mL 1/pk 1.525.582
Replacement clamp 1/ pk 1.320.608 |
N Assembling Unscrew clamp completely to Use
<> Package Support (plate, rod, clamp), c D pletely tc
E’ contents Quick Guide Screw rod onto plate. position on rod at desired height. Place dispenser installed on bottle in the stand as on image.
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